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Objectives Pulse pressure is not constant throughout the
arterial tree. Use of pulse pressure at one arterial site as
surrogate for pulse pressure at another arterial site may be
erroneous. The present study compares three non-invasive
techniques to measure local pulse pressure: (i) internally
calibrated readings from applanation tonometry, (ii)
alternative calibration of pressure waves obtained with
applanation tonometry and (iii) alternative calibration of
arterial distension waves obtained with echo-tracking.
Alternative calibration assumes mean and diastolic blood
pressure constant throughout the large artery tree.
Design and methods Study 1 used invasive
measurements in the ascending aorta as a reference
method and internally calibrated tonometer readings and
alternatively calibrated pressure waves at the common
carotid artery as test methods. Study 2 used alternatively
calibrated pressure waves as a reference method and
alternatively calibrated distension waves and internally
calibrated applanation tonometer readings as test
methods.
Results In study 1, pulse pressure from internally
calibrated tonometer readings was 10.2 6 14.3 mmHg
lower and pulse pressure from alternatively calibrated
pressure waves was 1.8 6 5.2 mmHg higher than invasive
pulse pressure. Pulse pressure from calibrated distension
waves was 3.4 6 6.9 mmHg lower than pulse pressure
from alternatively calibrated pressure waves. According to
British Hypertension Society criteria, pulse pressure from
the internally calibrated tonometer achieved grade D and
pulse pressure from alternatively calibrated pressure
waves achieved grade A. Pulse pressure from calibrated
distension waves achieved grade B when alternatively
calibrated pressure waves were used as a reference
method.
Conclusions Pulse pressure obtained from alternatively
calibrated tonometer-derived pressure waves and echo-
tracking-derived distension waves demonstrates good
accuracy. Accuracy of pulse pressure from internally
calibrated applanation tonometer readings at the carotid
artery is poor. J Hypertens 19:1037±1044 & 2001
Lippincott Williams & Wilkins.
Journal of Hypertension 2001, 19:1037±1044
Keywords: pulse pressure, accuracy, non-invasive assessment, applanation
tonometry, echo-tracking
aDepartments of Pharmacology and Biophysics, Cardiovascular Research
Institute Maastricht, Maastricht University, The Netherlands, bHeymans Institute
of Pharmacology, Ghent University, Belgium, cHypertension and Cardiovascular
Rehabilitation Unit, University of Leuven, Belgium, dDepartments of Cardiology
and Vascular Investigation, Atrium Medical Centre, Heerlen, The Netherlands and
eDepartment of Internal Medicine, Broussais Hospital, Paris, France.
Sponsorship: This study was supported by the Cardiovascular Research
Institute, Maastricht.
Correspondence and requests for reprints to Luc M. Van Bortel, Clinical
Pharmacology and Pharmacotherapy, Heymans Institute of Pharmacology, Ghent
University, De Pintelaan 185, B-9000 Ghent, Belgium.
Tel: 32 9 240 3374; fax: 32 9 240 4988;
e-mail: luc.vanbortel@rug.ac.be.
Received 21 August 2000 Revised 7 February 2001
Accepted 8 February 2001
Introduction
Systolic blood pressure (SBP) and diastolic blood pres-
sure (DBP) are determined by mean arterial pressure
(MAP) and the pulse pressure oscillating around the
MAP [1]. In contrast to MAP [2], pulse pressure is not
constant throughout the large artery tree, but increases
centrifugally [1,3]. However, this pulse pressure ampli-
®cation might be attenuated and even lost by early
re¯ected pulse waves due to stiffening of arteries and/
or by more proximal re¯ection sites [1,3]. As a conse-
quence, use of the pulse pressure obtained at one
arterial site as surrogate of the pulse pressure at another
arterial site might be erroneous. In recent years, inter-
est in pulse pressure has increased [4] since a high
brachial artery pulse pressure has been recognized as an
independent risk factor for cardiovascular morbidity
and mortality [5±14]. It is likely that pulse pressure at
other arterial sites than the brachial artery (i.e. the
ascending aorta) may show a stronger association with
cardiovascular events.
Applanation tonometry has been proposed to assess
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local arterial pulse pressure. It allows non-invasive
recording of the arterial pressure waveform and magni-
tude in both central and peripheral arteries [15,16].
This technique provides pressure waves, being almost
identical to those obtained intra-arterially [17]. How-
ever, several authors have indicated that the magnitude
of the pulse pressure obtained by this internally
calibrated applanation tonometry is unreliable [18].
Kelly and Fitchett have proposed an alternative calibra-
tion of the tonometer pressure waves [19]: at the
reference artery (i.e. brachial artery), peak and nadir of
the pressure wave are assigned systolic and diastolic
pressures determined by a conventional method (i.e.
sphygmomanometry). The mean pressure is calculated
from numeric integral of the calibrated pressure wave.
With assignment of the same mean and diastolic
pressures to the target artery (i.e. carotid artery), the
pressure wave at the target artery is calibrated through-
out the cardiac cycle. This calibration procedure is
based on the observation that mean blood pressure is
constant throughout the large artery tree and that
diastolic pressure does not change substantially [20,21]
and might improve assessment of local pulse pressure.
Pauca et al. [2] showed that the difference between
MAP and DBP (MAP ± DBP) was only 0.2 mmHg
larger in the radial artery than in the ascending aorta.
Applanation tonometry cannot be applied to all subjects
and at all arterial sites [21]. It requires a stiff or bony
structure to ¯atten the artery wall and a lean skin to
avoid cushioning of the pressure pulse. In obese
subjects, applanation tonometry often is inaccurate at a
majority of arterial sites. In lean subjects, good wave-
forms can be easily obtained at the radial artery, but in
a substantial number of subjects applanation tonometry
is not reliable at the femoral artery. To overcome this
problem, use of a transfer function has been proposed.
Since the use of a universal transfer function appears
limited to the upper limb, only carotid artery and
ascending aorta pulse pressure can be assessed by this
latter technique [21].
In contrast to the pressure waves obtained by applana-
tion tonometry, arterial distension waves from echo-
tracking devices [22] can be obtained accurately at
more arterial sites and also in a majority of obese
subjects. Assessment of blood pressure based on cali-
brated arterial distension waves has been attempted in
the past [23,24] but failed because of lack of accurate
arterial distension registration. Echo-tracking devices,
which have been recently developed, show high accu-
racy and can measure arterial distension with an error
less than 5 ìm [22]. If assessment of local pulse
pressure by calibrated distension waves is accurate, this
method might provide an alternative that can be
applied to a larger part of the population and to more
arterial sites than applanation tonometry.
To investigate the accuracy of pulse pressure directly
obtained from the internally calibrated tonometer signal
and the pulse pressure obtained by alternatively cali-
brated tonometer pressure waveforms (PWF) as pro-
posed by Kelly and Fitchett [19], study 1 compares the
internally calibrated tonometer-derived (PPtono) and
PWF-calibrated pulse pressure (PPpwf) at the right
common carotid artery (CCA) with the pulse pressure
obtained intra-arterially in the ascending aorta (PPaorta)
at the branch of the right CCA.
Invasive blood pressure recordings can only be obtained
in a limited number of subjects and are not suitable for
daily practice. Therefore, to investigate the accuracy of
the pulse pressure obtained by alternatively calibrated
arterial distension waves (DWF), study 2 compares
DWF-calibrated pulse pressure (PPdwf) with internally
calibrated tonometer (PPtono) and PWF-calibrated pulse
pressures (PPpwf ) at the CCA in a large population
sample.
Methods
The two studies were approved by the local ethics
committees and written informed consent was obtained
from all subjects.
Study 1
Patients, who underwent a coronary artery catheteriza-
tion, entered the study. Using radioscopy a 6-Fr pig tail
catheter (Bard, Galway, Ireland) was placed in the
ascending aorta at the presumed branching off of the
right CCA. The catheter was connected to a disposable
pressure monitor kit with high pressure line (Becton
and Dickinson, Singapore). The pressure signals were
ampli®ed (Mingograph 7; Siemens-Elema, Stockholm,
Sweden) and digitized at a sample frequency of 200 Hz
with resolution less than 0.15 mmHg. Digitized intra-
arterial blood pressure recordings were stored on hard
disk for of¯ine analysis. PPaorta was calculated beat-to-
beat as the difference between the systolic and diastolic
blood pressure, being the difference between the peak
and the nadir of each pressure wave. Simultaneously,
pulse pressure was measured by applanation tonometry
at the right CCA. The output of the tonometer (Micro-
Tip pressure transducer Model SPT-301; Millar Instru-
ments, Houston, Texas, USA) was connected to the
transducer control unit (Model TC-510; Millar Instru-
ments) for online internal calibration. Tonometer tra-
cings were further ampli®ed, digitized and stored on
hard disk for of¯ine analysis using the same equipment
and methods as for the intra-arterial pressure tracings.
PPtono was calculated beat-to-beat as the difference
between the pressures registered by the internally
calibrated tonometer at peak and the nadir of each
pressure wave, respectively. PPpwf was obtained by
alternative calibration of the tonometer pressure wave
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on the pressure wave of the ascending aorta. PPpwf data
are the mean of at least six heartbeats.
Study 2
In 100 subjects from a random population sample [25],
brachial artery and CCA pressure and distension waves
were obtained using applanation tonometry and echo-
tracking (Ultramark V, ATL; Bothell, Washington,
USA; combined with Wall Track System, Pie Medical,
Maastricht, The Netherlands), respectively. Tonometer
readings were obtained with the same equipment as in
study 1 except for the signal ampli®er (BAP 001;
Simonsen & Weel, Albertslund, Denmark). Tonometry
and echo-tracking were carried out consecutively at the
same CCA and brachial artery. Simultaneously with
tonometer and echo-tracking measurements at the
CCA, blood pressure was measured at the brachial
artery with a semi-automated device (Dinamap; Criti-
kon, Tampa, Florida, USA). Brachial artery pulse
pressure was calculated as Dinamap systolic minus
diastolic blood pressure. PPtono was calculated as in
study 1. PPpwf and PPdwf at the CCA were obtained
from alternative calibration of the PWF and DWF on
the respective brachial artery waveforms. Data are
means of at least eight heartbeats.
The alternative calibration procedure, according to
Kelly and Fitchett [19], assumes MAP minus DBP
constant throughout the large artery tree. The pulse
pressure at the target artery (PPtar) is calculated from
the pulse pressure at the reference artery (PPref ) and
the K factor at target and reference arteries (Ktar and
Kref , respectively) by the formula:
PPtar  PPref 3 Kref=Ktar
The calculation of the K factor is shown in Figure 1:
K  A/P [26].
This alternative calibration procedure can be employed
to obtain the pulse pressure using the pressure wave-
form (PPpwf ) as well as the arterial distension waveform
(PPdwf ).
Statistical analysis
Demographic data are shown as number or as
mean  SD. Methods were compared according to the
American Association for the Advancement of Medical
Instrumentation (AAMI) [27] and British Hypertension
Society (BHS) [28] criteria for the evaluation of blood
pressure measuring devices. Bland and Altman plots
[29] and Pearson correlation were used. The in¯uence
of age, body mass index (BMI), gender, mean arterial
pressure and pulse pressure on the difference in pulse
pressure between methods was calculated using step-
wise linear regression analysis. If a factor was not
signi®cant, the factor was dropped from the model.
P , 0.05 was considered statistically signi®cant.
Results
Subjects' characteristics are shown in Table 1. Pulse
pressures and differences in pulse pressure between
test and reference methods are shown in Table 2 and
in Bland and Altman scatterplots (Figs 2 and 3). The
effect of age, gender, BMI, MAP and pulse pressure on
the differences in pulse pressure between methods are
shown in Table 3. Only statistically signi®cant associa-
tions are tabulated.
Study 1 compares pulse pressure measured invasively
at the ascending aorta (reference method) with pulse
pressure at the CCA measured with applanation tono-
metry (test method). Evaluable readings of both techni-
ques were obtained in 19 patients aged 40±79 years.
Measurements were carried out before administration
of nitroglycerin in 13 patients and after in six. None of
the patients had a haemodynamically signi®cant carotid
artery stenosis as measured with Duplex echo/Doppler.
According to AAMI criteria for invasive and beat-to-
beat measurements, comparison was carried out on 133
A
P
Fig. 1
Pressure wave: y-axis, pressure; x-axis, time. P, pulse pressure; A,
MAP ± DBP, respectively. A is calculated by dividing the area under the
pressure wave by time.
Table 1 Subjects' characteristics
Study 1 Study 2
Number (male/female) 19 (17/2) 100 (53/47)
Age (years) 57  10 37  16
BMI (kg/m2) 26  3 24  4
SBP (mmHg) 123  19 125  15
DBP (mmHg) 69  11 73  9
Data are mean  SD or number. BMI, body mass index; Systolic blood pressure
(SBP) and diastolic (DBP) blood pressure are measured invasively in the
ascending aorta in study 1 and non-invasively at the brachial artery in study 2.
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measurements (19 subjects with seven heartbeats each)
for PPaorta and PPtono.
PPtono was on average 18.5% lower than PPaorta and did
not correlate well with the reference method. PPpwf
was on average 3.3% higher and correlated very well
with PPaorta. The SD of the difference with PPaorta was
2.75 times smaller for PPpwf than for PPtono (Table 2;
Figs 2a,b). The difference between PPtono and PPaorta
was negatively related with age, MAP, BMI and pulse
pressure (Table 3). The difference between PPpwf and
PPaorta was positively related with age, MAP and PPpwf ,
but not with PPaorta. Because only two subjects were
female in study 1, the in¯uence of gender was not
tested.
Study 2 compares pulse pressure from calibrated dis-
tension waveforms (PPdwf) with that from calibrated
pressure waveforms (PPpwf ). Evaluable readings of both
techniques were obtained in 100 subjects aged 12±77
years (Table 1). Since in study 1 PPpwf was the most
accurate non-invasive method, PPpwf was used as
reference method in study 2. PPtono was 37.4% lower
than PPpwf and did not correlate with reference PPpwf .
PPdwf was on average 9.3% lower than PPpwf and
correlated well with PPpwf (Table 2). The SD of the
Table 2 Pulse pressure (PP) and difference in pulse pressure between methods
Difference from method
PP (mmHg) Method ÄPP (mmHg) r
Study 1
PPaorta 55.2  11.9
PPtono 45.0  13.8 PPaorta ÿ10.2  14.3  0.39
PPpwf ÿ12.0  16.0  0.30
PPpwf 57.0  13.1 PPaorta  1.8  5.2  0.92
Study 2
PPpwf 50.3  12.9
PPtono 36.6  9.4 PPpwf ÿ13.7  16.6 ÿ 0.09
PPdwf 46.9  10.8 PPpwf ÿ3.4  6.9  0.85
PPaorta ÿ1.6  6.9  0.85
ÄPP, difference in pulse pressure from method; r, correlation coef®cient. PPaorta, pulse pressure
measured intra-arterially in the ascending aorta at the branching off of the right common carotid
artery. PPtono, pulse pressure at the common carotid artery directly obtained from applanation
tonometry. PPpwf, pulse pressure at the common carotid artery from calibrated tonometer pressure
waveforms. PPdwf, pulse pressure at the common carotid artery from calibrated echo-tracking
distension waveforms. PPaorta in study 2 is estimated by correcting each PPpwf for the systematic
difference of 1.8 mmHg from PPaorta in study 1. Data of PP and ÄPP are mean  SD.
Fig. 2
(a) Agreement between PPtono and PPaorta. Bland and Altman scatterplot (n  133; 19 subjects with seven beats each); PPtono, pulse pressure read
from the applanation tonometer at the carotid artery; PPaorta, pulse pressure obtained invasively in the ascending aorta. Lines are drawn for the mean
difference and 2 SD around the mean difference. (b) Agreement between PPpwf and PPaorta. Bland and Altman scatterplot (n  19; 19 subjects with
one value, mean of six heartbeats); PPpwf, pulse pressure at the common carotid artery from calibrated tonometer-derived pressure waveforms;
PPaorta, pulse pressure obtained invasively in the ascending aorta. Lines are drawn for the mean difference and 2 SD around the mean difference.
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difference with PPpwf was 2.4 times smaller for PPdwf
than for PPtono (Table 2; Figs 3a,b). By correcting each
PPpwf for the systematic difference of 1.8 mmHg from
invasive pulse pressure in study 1, the difference of
PPdwf from invasive pulse pressure (PPdwf ± PPaorta) was
estimated approximately. Gender, age, BMI and MAP
did not in¯uence the difference in pulse pressure
between methods (Table 3). The differences of both
PPtono and PPdwf from reference method were nega-
tively related with PPpwf .
Table 4 shows the accuracy of the test methods versus
the standard method according to the BHS grading
criteria. In studies 1 and 2, PPtono achieved the lowest
grade of accuracy (D). In study 1, PPpwf achieved the
best grade of accuracy (A). In study 2, with PPpwf as
reference method, PPdwf achieved grade B for good
accuracy. After correction of each PPpwf value in study
2 for the systematic error (1.8 mmHg) of PPpwf versus
PPaorta in study 1, PPdwf achieved grade A for accuracy.
Discussion
No standard criteria for the evaluation of local pulse
pressure assessment exist. Although developed for the
evaluation of SBP and DBP, the AAMI and BHS
criteria for the evaluation of pressure measuring devices
can also be applied to pulse pressure.
Fig. 3
(a) Agreement between PPtono and PPpwf. Bland and Altman scatterplot (n  100; 100 subjects with one value, mean of eight heartbeats); PPtono
and PPpwf, pulse pressures at the carotid artery read from the applanation tonometer and from calibrated tonometer-derived pressure waveform,
respectively. Lines are drawn for the mean difference and 2 SD around the mean difference. (b) Agreement between PPdwf and PPpwf. Bland and
Altman scatterplot (n  100; 100 subjects with one value, mean of eight heartbeats). PPdwf and PPpwf, pulse pressures at the common carotid artery
from calibrated echo-tracking-derived distension waveforms and from calibrated tonometer-derived pressure waveforms, respectively. Lines are
drawn for the mean difference and 2 SD around the mean difference.
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Table 3 In¯uence of age, body mass index (BMI), mean arterial pressure (MAP) and pulse
pressure on the difference in pulse pressure between test and reference method
ÄPP (mmHg) Confounder Slope Intercept Signi®cance
Study 1
PPtono ±PPaorta Age (years) ÿ 0.70  0.10 78.81  9.07 P , 0.001
MAP (mmHg) ÿ 0.21  0.04 P , 0.001
BMI (kg/m2) ÿ 0.89  0.26 P  0.001
PPaorta (mmHg) ÿ 0.20  0.07 P  0.007
PPpwf ±PPaorta PPpwf (mmHg)  0.12  0.03 ÿ16.68  3.55 P  0.002
Age (years)  0.15  0.05 P  0.004
MAP (mmHg)  0.04  0.02 P  0.047
Study 2
PPtono ±PPpwf PPpwf (mmHg) ÿ1.07  0.07  39.91  3.80 P , 0.001
PPdwf ±PPpwf PPpwf (mmHg) ÿ0.29  0.05  11.25  2.34 P , 0.001
ÄPP, difference in pulse pressure between methods. PPaorta, pulse pressure measured intra-arterially in the
ascending aorta at the branching off of the right common carotid artery; PPtono, pulse pressure at the common
carotid artery directly obtained from applanation tonometry; PPpwf, pulse pressure at the common carotid
artery from calibrated tonometer pressure waveforms; PPdwf, pulse pressure at the common carotid artery
from calibrated echo-tracking distension waveforms. Intercept and slope are regression coef®cients  SE.
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Because it has been shown that pulse pressure in the
common carotid artery is identical to the ascending
aorta at the branching off of the CCA [18], PPaorta can
be used as surrogate for real pulse pressure in the CCA.
In both of the present studies, PPtono was not related to
reference pulse pressure. On average, PPtono largely
underestimated the invasive reference pulse pressure.
In addition, Bland and Altman analysis showed that
PPtono could also overestimate the pulse pressure in a
substantial number of assessments. Both the systematic
error and the large variation indicate a poor agreement
and precision of the pulse pressure obtained directly
from the internally calibrated tonometer in our hands.
Although there is no direct guide to indicate optimal
applanation, it is suggested that this condition occurs
when the operator adjusts the hold-down force so that
the waveform has a stable baseline, maximum ampli-
tude and a `reasonable' con®guration [18]. Since there
is substantial soft tissue between the external probe tip
and the carotid artery in situ, it is more dif®cult to
ascertain when this optimal state is achieved [18].
Therefore, it has been proposed that applanation
tonometry needs a well-skilled investigator. All meas-
urements in each study were carried out by one
investigator, but the investigator differed between the
two studies. The two investigators obtained indepen-
dently similar poor results for PPtono: the mean differ-
ence and standard deviation of the difference between
PPtono and PPpwf were comparable in study 1 and study
2. As presumed by other investigators [18], we conclude
that also in our hands pulse pressures at the CCA
obtained from internally calibrated applanation tonome-
try are inaccurate.
In contrast to PPtono, pulse pressures at the CCA
assessed by the alternatively calibrated tonometer pres-
sure waveforms (PPpwf) did correlate very well with
PPaorta. There was on average a slight (1.8 mmHg) but
acceptable overestimation of the pulse pressure (with a
small SD) in the Bland and Altman analysis. This
deviation from the reference method was largely within
the acceptability limits of the AAMI criteria
(5  8 mmHg). In addition, according to the BHS
criteria, PPpwf obtained the best grade of accuracy. The
difference between PPpwf and PPaorta was in¯uenced by
age, MAP and the level of the pulse pressure, where all
are conditions for which the applanation pressure has to
be high to ¯atten the artery wall and to obtain a good
pressure wave. Whether in these conditions inertia of
the hand may in¯uence the results is not clear. To
investigate this, pencil applanation tonometry held by
hand (as used in the present study) should be compared
with applanation tonometry using a micromanipulator
or a wristband. Alternatively, it cannot be excluded that
aortic pulse pressure measured invasively with a ¯uid-
®lled catheter may slightly underestimate real pulse
pressure. Data from the present study 1 show that
assessment of the pulse pressure by alternatively cali-
brated tonometer pressure waveforms is accurate in the
population studied. It also demonstrates that accurate
PPpwf can be obtained despite an inaccurate PPtono by
scaling the tonometer pressure waveform.
As a consequence of the results from study 1, PPpwf
was used in study 2 as non-invasive reference method.
Data from study 2 con®rm the inaccuracy of PPtono in
our hands. In contrast, and despite presumed confound-
ing factors such as viscoelasticity and non-linearity of
the pressure±distension relationship of the arterial wall,
PPdwf at the CCA correlated well with PPpwf and was
on average 3.4 mmHg lower than PPpwf . Assuming a
generalized overestimation of the invasive pulse pres-
sure by 1.8 mmHg with PPpwf in study 1, PPdwf may on
average underestimate invasive pulse pressure by
1.6 mmHg, which is a systematic error from invasive
Table 4 British Hypertension Society grading criteria
Absolute difference between standard and test method
< 5 mmHg < 10 mmHg < 15 mmHg Grade
Study 1
PPtono ±PPaorta 17 51 68 D
PPpwf ±PPaorta 75 93 100 A
Study 2
PPtono ±PPpwf 26 36 57 D
PPdwf ±PPpwf 51 89 96 B
PPdwf ±PPaorta 60 93 96 A
Grades are derived from percentages of readings within 5, 10 and 15 mmHg. To achieve a grade, all three
percentages must be equal to or greater than the threshold values for the grade. PPaorta, pulse pressure
measured intra-arterially in the ascending aorta at the branching off of the right common carotid artery; PPtono,
pulse pressure at the common carotid artery directly obtained from applanation tonometry; PPpwf, pulse
pressure at the common carotid artery from calibrated tonometer pressure waveforms; PPdwf, pulse pressure
at the common carotid artery from calibrated echo-tracking distension waveforms. PPaorta in study 2 is
estimated by correcting each PPpwf for the systematic difference of 1.8 mmHg from PPaorta in study 1.
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pulse pressure in magnitude comparable to the error of
PPpwf in study 1. Bland and Altman analysis also
showed a standard deviation of difference from PPpwf
for PPdwf less than half that for PPtono, but slightly
higher than the standard deviation of the difference
between PPaorta and PPpwf in study 1.
In contrast to the simultaneous measurement of PPaorta
and PPpwf in study 1, for technical reasons it was not
possible to assess PPdwf and PPpwf simultaneously in
study 2. The consecutive measurement of PPdwf and
PPpwf is expected to increase the variation in difference
between PPdwf and PPpwf due to short-term sponta-
neous change in pulse pressure. In study 1, the short-
term variation in pulse pressure was 2.8  4.8 mmHg
(data not shown in results). In addition, correlation
coef®cient of PPdwf with invasive pulse pressure is
likely to be higher than the  0.85 correlation coef®-
cient between PPdwf and PPpwf .
The difference in pulse pressure between PPdwf and
PPpwf was not in¯uenced by age, gender, BMI and
MAP, but was in¯uenced by PPpwf . The slope was
ÿ0.29 mmHg per year. Because the effect of pulse
pressure on the difference between PPpwf and PPaorta is
0.12 mmHg per year in study 1, it can be assumed
that approximately 40% (0.12/0.29) of the in¯uence of
PPpwf on the difference between PPdwf and PPpwf in
study 2 is caused by an error in the estimate of PPpwf
and approximately 60% can be attributed to an error in
the estimate of PPdwf .
Except for PPtono, the above-mentioned data with
respect to mean and SE of difference between test and
reference methods are largely within the AAMI criteria
of acceptability. In addition, according to the BHS
criteria, PPdwf achieved a grade B for good accuracy.
This grading can be in¯uenced by a systematic differ-
ence between methods [27]. After correction of each
PPpwf for the systematic difference of 1.8 mmHg from
invasive pulse pressure in study 1, PPdwf met the grade
A criteria for excellent accuracy. These data show that
assessment of pulse pressure by calibrated distension
waves is acceptable for the assessment of local pulse
pressure at the CCA in a random population. It is
expected that this calibration procedure is also applic-
able to other arterial sites. Because distension waves
can be obtained in subjects and at arterial sites where
applanation tonometry and transfer function are not
reliable, or not possible for technical reasons, assess-
ment of PPdwf is a valuable asset in the assessment of
local pulse pressure and a good alternative to PPpwf .
In conclusion, the present study shows that (i) pulse
pressures from the alternatively calibrated tonometer
pressure waves and from the alternatively calibrated
echo-tracking arterial distension waves show good to
excellent agreement and precision in the population
studied. (ii) The accuracy of the two calibration meth-
ods is dependent on the pulse pressure. Accuracy in
patients with high pulse pressure (. 80 mmHg) has still
to be established. (iii) In our hands, agreement and
precision of pulse pressures obtained directly from
internally calibrated applanation tonometry at the CCA
is poor and unacceptable.
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